Duquenois QC Sheet 



Test solution when prepared and biweekly thereafter 





DATE QC 

PERFORMED 

CHEMIST 

INITIALS 

NEW LOT # 

KNOWN SAMPLE SOURCE 

(lot number or sample number) 

BLANK 

NEGATIVE 

CONTROL 

PASS/FAIL 
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